Clinical experience of Hokkaido University-PACS and FCR-angiography.
Three years' experience with Hokkaido University-PACS (HU-PACS) is reported. In particular, this paper describes the suitability of FCR-angiography for HU-PACS, which has been in clinical use since March 1991. Image quality of FCR-arteriograms was evaluated in the head-and-face region and the abdominal region independently. The image quality in both regions was excellent. Quality of transferred images to image workstation for HU-PACS with 10:1 data compression was also evaluated, and no appreciable image degradation or loss of information was found in the transferred images. There was no significant difference in the examination time required for one patient in abdominal angiography between conventional angiography and FCR-angiography. In summary, FCR-angiography is suitable for HU-PACS as its image acquisition modality.